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Apollo 17 UVS Scientific Data Reduction and Analysis Plan

1. Introduction

This plan comprises two paris. The first concerns the- real-time
data display to be provided by MS3SC during the mission. | The prime goal
here is to assess the operation of the UVS_ and to identify any problem -
areas that could be corrected during the mission. In addition, it is.de-
girable to identify any possible ohservations of unusual scientific in- -
terest in order to repeat these obgervations at a later point in the mis-
gion, or to modify the time line with respect to the operating mwdes
of the UVS. The second part of the plan discusses the more extensive
post-flight analysis of the data in terms of the scientific objectives of

this experiment.

In both parts of the plan, we are guided by our experiénce in
handling the daté obtained with a preprototype UVS experiment on board
an Aerobee 350 sounding rocket launched June 10, 1971 at Wallops Island.
Va. The details of the rocket payload have been described in a separate
P] special report "Rocket Flight Performance of a Preprototype Apollo
17 UV Spectrometer ~ S-169, " July 3, 1971, which is an appendix of

this report.



11. Descriptiori of UVS Experiment and its Operating Modes

The purf:-ose of thé UVS experiment is to measure the UV light
which may be emitted by atoms in the lulnar atmosphere, Its secondary ’
purposes are to measure the lunar UV albedo, dark side ﬂuoresc.ence,
UV emisgsions from the LEM engines, scattering by ice clouds around

the gpacecraft, UV emissions from the galaxy and UV emissions from

the extremities of the earth!s atmosphere during TEC.

Although the prime operating tin_le of the UVS is limited to a
few hourse in each of four operating modes, the instrument is designed
to operate continuously except during RCS burn, the early phaées of
lunar launch propulsion, Iand when the UVS field of view is close to the
sun direction. We anticipate that the instrumént will be operated when-
ever possible in order to maximize the prime data and to accomplish
the secondary objectives. We also anticipate that most of the UVS data
will be available in real time in order that we can evaluate the degree
of accomplishment of the many experimental objectilves'. Since the UVS
employs only 1 out of 400 words in the scientific data stream, it appears |

that this requirement is not excesgsive..
The UVS has four operating modes as follows:

Mode 1 - Space craff pointed in +X direction {(i. e.,
nose forward). SIM Bay axis automati-
cally controlled to remain moon centered.



Mode II - Spacecraft pointed in ~X direction. SIM
Bay axis moon centered as in L.

Mode II- Spacecrﬁft held in fixed galactic coordinates.

Mode IV -Trans Earth Coast - Spa'cecraft.in solar barbecue
mode ' '

The scientific output of the UV spectrometer consists of photo-

' 'el.ectrons, the output rate of which determines the brightness of the

observed UV radiation. Since the data stream is phased with respect

to the spectral scan, the wavelength of the light emission producing

the photoelectrons is known., Internal electronics accumulate the photo-

electrons for 0.1 seconds. The scientific data is transmitted as a

- single word every tenth second.
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ITI. UVS Data Format

in order to better understand the da_tté requirements, a brief
(}escription of the UVS data format is in order. A complete spe.ctrai
scan congists of 120 (+ 1) 16 bit data words every 12 seconds, 'of which
.the first five are special "fiducial” words, and the remaining 115 are
"true" dat-a words. The fiducial word generator is triggered during
the flyback of the spectrometer grating to indicate the beginning of each
new spectral scan. In addition, the fiducial circuitry is synchronized
to the motor drive to ensure that a given data word will correspond to
the same wavelength interval in different spectral scans. In this way,
we ensure that many individual scans may be added together, to im.prc_»ve
the signal-to-noise ratio, without introducing any distortion of the UV
spectrum. In the event of a failure of the fiducial 'circuitry, the data
analysis program must be altered, as will be described below, but the
scientific data can still be retrieved. The fiducial words also contain
| timing information about the UVS scan rate. A block diagram of the

UVS electronics is shown in Fig. 1.

Both fiducial and true data words are 16 bit words, generated
every 0.1 sec. Thus, 12 seconds are required for a complete spectiral
scan. The word format is shown in Table I. Each data word is simply

the number of counts received in the previous 0.1 sec interval, expressed



Teble I
Word Format for UVS Digital Data

Word No. Name Bit Pattern Comments
1 Fiducial Mark 1  0l0}011111111111 Generated by Fiducial Mar:
. et the completicn of the
2 " " 1010100000000000 12 sec. scean.
3 . Timing Word ) .44 8.60 09880604V X Bits record time between

12 sec. scans

b Fiducial Mark 2 1010100000000000 Generated by Fiducial Mork
st the initiation of a new
5 Fiducial Mark 2 0l10101111111111) scan
6 Al Binary data representing
the number of pulses
T ‘kg detected at each wave-
lergth . Typical
8 A3 format is
. gXXXXXXXXXXXXXXX
A
9 ‘hh Least Most
’ ’ Significant Significant
Y ‘ Bit i
120 A1ls Bit

|-

ny



as a pure binary number. Typical dark counting rates are ~ 2 counts/sec,
while the maximum count express.able with 16 bits is 65000 counts in 0.1
éecs. Actually, for high counting rates (» 100 kHz), the dead fesponse
time of the pulse counting circuit_ry produces a non-linear rela’éiénship
.between measured counts and the number of incident photons, and it is
possible to measure real pulse rates as high. as 2 MHz with reasonable
accuracy. Both extremes of this large dynamic range will be encountered
during the mission {(e. g. very high counting rates when looking directly

at the Iunar surface; very low counting rates vhen examining the lunar
atmosphere) and the real time data display must be designed to adequately

handle both extremes.

In addition to the prime data, there are also 6 housekeeping chan-
‘nels which are multiplexed through the spacecraft's main A/D system.

These are listed in Table II.



T function

UVs Housing Temp.
UVs8 Motor Temp.
UVS Iaput Volt.
UV3 Input Current

UVS Photomultiplier
High Voltage

UVS Regulated Volt,

Table II

- Renge

-20° to +80°C

O

-20° to +80°C

. 0 to 4oV DC

0 to +0.5 amp

0 to LOOOV DC

0 to 10V IC

Sensitivity

20°¢/V
20°c/v
8v/v

.1 amp/V
BoOV/V

2V/V

Accurscy

2p

R



V. Real-Time Data Display

The real-time data display serwes several) purposes:

i.) It permits assessment of the performance of the UVS. In'the event of ‘
difficulty or nialfunction, troubleshooting is possible.

2.) It permits the determination of any interference between experiments
on beard, and if so. rllowe changes that would reduce this inter-
ference.

3.) Tt provides a first look at the scientific questions underlying the
experiment. Unusual or unexpected preliminary findings may
warrant an alteration of the UVS time line and operating made
in order to further investigate these resulis.

4.) It provides an Opportunitj,lr to respond quickly to the astronaut with

respect to his activity (for example, changes in spacecraft alti-

tude, gaseous and liquid exhausts, etc.)

Two data displays are requested, hoth hard-copy, one numeric,
the other graphic.

1.) Printed output A sequential listing of the data, in decimal repre-

sentation, and in blocks of 120 words, on a small printer will
provide quantitative information about the performance of the
UVS. It is not necessary for the system providing this data to

recognize the fiducial sequence; this can be best done visually.
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11.

It is essential that this information be obtained in hard-copy
format (an i.nstantlaneous TV display is not acceptable)_ so that
the data may be correlated with the view direction of the UVS,
and so tﬁat preliminary manual épectral summations c'an be
perf_ormed. For example we may wish to ménually scan 20
successive spectra.

2.} Graphic Output. Because of the large dynamic range of the output,

two channels of analog output are required. This was accomp-
lished on the rocket experiment by means of two 10-bit digital-
to-analog converters as shown in Flg 2. The chart recorder
should have 2 channels with a minimum 5 cm full-scale deflec-
tion and a chart speed of ~1 cm/sec. It is important to recog-
nize that the graphic display complements the printer ocutput,
rather than duplicatessit. For example, proper focus of the
spectrometer can be checked by examining the spectral line
shape of a known emission feature (e. g. BJ Lsa) from the graphic
display. A weak repetitive speétral feature is more easily de-
tected on a graphic display whereas the d‘etermination of the dark
counting rate and manual spectral-summation of successive scans are

best done with the aid of the numeric data.

In addition to the spectrometer data and the associated housekeeping

information, positibn and altitude data of the UVS are required. However,
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housekeeping information is probably only needed infrequently, perhaps
5_timés per hour. Likewige, positional attitude data need only be up-
dated infrequently if nominal time line information is available. For
"example, if the spacecraft -is in Mode I or Mode II, and épacecraft -

attitude is nominal, spacecraft lunar ephemeris information once per

hour is adequate.



1-1.

1-2.

1-3.

13.

V. Post Flight Data Reduction

The post-flight analysis of the Apollo 17 UVS data will be performed at
Jhy. The cémpus compﬁter facility contains an IBM 7094 computer
and huas provision for graphic display of the data. Large blocks of com-
puter—tirhe are available outside of. the prime hours of use (12-8 a. m.
and all day Sunday). While other, faster computers are available in
other divisions of the University, processing time will be d2termined
by input-output operations, rather than comﬁutation speed, sco there is
no need to go to the faster computer. All of the data .processing will be

performed at our campus facilities.

The tape formats should be compatible with the 36 bit word of the IBM

7094. The postflight trajectory parameters (MSC Internal Note 7T0-FM-~21)

are generated by a UNIVAC 1108 which is compatible with the IBM 7094.
At present the IBM 7094 tape drives will accept only 7 track 556 bpi
tapes, but it is anticipated th.at 800 bpi tapes will be acceptable by the

time of the mission,

There should be separate tapes containing the data as follows:
a) UVS data
b} TPostflight trajectory parameters

¢} Housekeeping information

- All three tapes will contain GETS and GMTC in order to correlate the

data between tapes.
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UVS data elmd trajectory parameters are réquired only for times during
which the UVS is op'erating.

The UVS data tape should be blocked in integer muitipl.es of 120 data
words (the UVS scan length). The data words may be packed, two 16 '
bit words in one 6 character (36 bit) tape word. The blank bits should

be located as shown in Fig. 3.

r : T — ey
*0!0 16-bit __\_1«01:jd (1) J_?m 16-bit word (2) ! Fig. 3

In addition, each block should contain time words related to the first

data point of the block. If possible, each block of data should begin

with the 5 fiducial words of a particular scan.

The computer analysis of UVS data is dependent on the UVS mode of
operation, We consider separately the two cases of high and low counting
rates.

In the case of lunar albedo or gélactic- I'.,y @ measurements, we have gounting
rates sufficiently high to permit analysis of individual spectral scans.
Moreoveyr, the observation of known spectral features gives us a-chéck
on the performance of the UVS as described in the section on_re_el-l;til-ne
data display.

The analysis begins with the separation of a single scan from

. the data block and the determinations {from one of the fiducial words)



. of the exact length of time of the scan. For a particular spectral line
or group of lines a synthetic spectrum is calculated. The following
__param.eters are fixed for the calculation: |

a) UVS scan time.

b} Wavelengths 6f observed line or lines.

¢} Spectral width (and shapé) of these lines.

d) Dead-time of the pulse counting electrons.

e) Relative response of the UVS at the different

wavelengths (determined from calibration).

The other parameters which enter the calculation are either approximately
known or unknown and are determined from some kind of least squares fit

of the data to the synthetic spectrum:

f) Line intensity (brightness).
g) Spectral slit function.

h}) Wavelength at t = 0 in each scan.

Items (g) and (h), while possibly different from their pre-flight calibration
values, should remain roughly constant during the entire mission. In
addition it may be necessary to allow for radiation scattered from the
grating in order to best fit the synthetic spectrum., This will have been
determined during instrument calibration. A sample synthetic spectrum

is shown in Fig. 4 for Ly & (1216A) using the cam program for the

R

T il e

B e

wr e

M AT e AR e L ATEES TR LA



16,

at b1 v b1 vy big

(295) Imtt R (v29) 3N td
¥3__ 22 02 & 9% ¥ 31 O o ¥ 7 07 gl 9
| /
0002
000t Y 1
9 .
.Q/Ul d
—
= ’ )
pim}
o i
0009 O / \
o
0008
/
o000l
Wﬁﬂ@.w =1 mﬂ—\G._NP -
yeLif=% yaLn=%

iL 435 6



17,

Aercbee 350 Preprototype UVS with two possible values of parameter

(h). TFig. 7 of the Appendix shows some data from the rocket flight.

2.3 The output from the computer analysis will consist of line printer out-
| put an-d plqtter ‘display. The line printer output will contain: |

a). UVS scan number and time. Mode of opefation.

b} Position and attii;ude information.

c) Best-fit values of the adjustable parameters (f-h in 2. 2) and
a figure of merit for the goodness-of-fit derived from the
statistical analysis.

d} Wavelengths and intensities (converted from counting rates
into Rayleighs using the calibration data) of all of the oi:»served
lines, and the uncertainty in the intensity values. The main
sources of uncertainty are the uncertaiﬁties in intensity and
wavelength calibration and the statistical fluctuations in
photon counting rates.

The plotter display will show, for each scﬁn, the raw data,
the derived spectral intensities and the synthetic specirum
-calculated from these intensities.

2.4 In the case of low counting rate data, such as obtained when ohserving

the lunar atmosphere, analysis proceeds in the same way as in 2.2, with

two changes:

L]
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18.

The data from several UVS scans will be combined to
improve the signal-to-noise ratio. This may be done

in several ways.. For instance, the data from successive
UVS scans may be added. In this way, we combineé the
photon counting rates observed over a wide range of alti-
tudes in the lunar atmosphere. In addition, it is possible
to adci such data taken over many orbits of the CSM to fur-
ther enhance the S/N ratio. The fiducial circuitry assures
that a given word in different UVS scans will contain the
number of counts for a given spectral interval, and that
the process of data summation will not distort the result-
ing UV spectrum. This aspect of the data analysis is es-
pecially important to the determination of the density of
the UV emitting constituents (H, Xe, Ar) of the lunar at-
mosphere, since the highest possible signal-to-noise ratio
is required for optimum results.

Another problem of prime impo_rtance is the determi-
nation of the scale height (distribution with altitude) of the
étmospheric components. This is obtained from an analysis
of observed spectral intensity as a function of the height‘
above the moon's limb or the shadow height abovel the ter-
minator that the UVS was pointing at during the measure-
ment. Again, summations of individual scans will be nec-

essary to enhance the S/N ratio, only in this case we can
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combiné the data only from those scans looking the same
height above the limb or terminator. This information
will be derived from the post-flight tx;ajectory parameters
tape. ' ' .

b} When no line is observed where expected,. the statistical
.analysis must determine the maximum possible intensity
consistent with the observed noise backgrc;und level.

2.5 The format for computer output is the same as in 2. 3 except for the in-
clusion of a listing of all of the scans used in the summing of the data.
In addition, for the case of 2. 4(b), we also list upper limits on a given
line consistent with one, two and three standard deviation from the
background count level.

2.6 In addition to spectral information, the computer. output will include
listings or plots of intensity at a given wavelength as .a function of posi- |
tionél parameters such as distance from lunar limb .Or galactic coordi-
.nates.

2.7 The basic data reduction routines Iwill be derived from similar computer
routines used in the analysis of the Aerobee 350 UVS data. Data from
-the rocket flight and the calibration equipment will be formatted to
simulate the Apollo tape fﬁrmats, and used to check out the analysis
programs,

3.1 In the case of a failure of the fiducial circuitry, .the UVS data can be

retrieved without too serious a loss in quality, but at the cost of
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additional data processing. In the fail-safe operation, loss of the fidu-
cial synch pulse or an unexpected continual synch pulse will result in an
unblocked data stream without the five fiducial words at the beginning'
of each scan. Position in wévelength would then have tol be determi;led
from the observation of H Ly @ radiation, either galactic or lunar sur-
face reflected sunlight. Scan length is similarly determined from the

time between the successive ohservations of the same line.

The most serious degradations arise from the shift of wave-
length intervals in. successive UVS scans since the fiducial synch pulse
also serves to initiallize the counting circuits' timing. Thus, in spectra
obtained by summing several individual scaﬁs, there may be an addi-
tional contribution to the ohserved line width by an amount equal to
the wavelength scanned in one counting interval (0.1 sec). During the
slow an pericds, this is 1.7 A, compared fo a spectral slit width of
11A, and is tolerable. However, during the_ rapid scan periods, the
additional width is 7A, which might make identificalion of weak features

io this range extremely difficult.

There would be no effect on the determination of spectfal in-
ténsities due to the loss of fiducial.
We are preparing a digital tape with several excerpts of the preprototype
uvs data obtained i.n the earth's ionosgphere. (See Appendix.} The
data have been modified to provide a fiducial word identical to the Apollo

UVS format. There is one record per spectral scan, blocked as follows:

ot
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Word 1 Green Word (generated by 7094 system)

Word 2 Time of beginning of scan (UT)

Words 3-62 - Data words, blocked 2 to a word as in

Fig. 3

We request that our tape be used to prpduce a tape identical to
- those we will receive from the Apollo 17 flight. We will then be in a
position to test our programs brior to flight. The synthetic tape should
also be invaluable at MSC in proving in the regl time. display equipment.
To support this activity, we will provide a two channel strip chart re-
cord of the preprototype data, giving high and low outputs (10 most sig-

nificant and 10 least significant bits).
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I. Introduction

The purpose of this special report is to describe in detail the
design, constiruction, testing, calibration, flight performance and
flight data of an Ebeft ultraviolet spectrometer which is an accurat.e
representation of the conceptual design of the Aﬁollo 17 UV sp'ectrometer;
The instrument was flown in_an Aerobee 350 rocket from Wallops Island,
Va,, at .7:16 p. m. EDT on June 10, 1871 to an altitude of 328 km with
a golar elevation angle of about 1°. The funds to provide the instru-
mentation were part of a special supplement to NASA grant NGR-
21-001-001 with Johns Hopkins University for which the writer is prin-
cipal investigator,

This report is presented in advance of the critical design review
of the Apollo 17 UVS for the purpose of demonstrating the soundness of
the optical-mechanical-electronic designs of the Apollo 17 UVS which
are to be presented at the CDR.

In particular, the rocket experiment has provided the following
technical information which will be invaluable to the Apollo 17 UVS
| experiment:

1. Laboratory and in-flight light scattering measurements with
an entrance Bafﬂe substantially identical to tfle Apollo 17 UVS bafﬂ_e.

- 2. Experimental proof that the novel exit slit mirrors will pro-
vide increased output signal with no lo-ss of spectral resolution.

3. Experience with the unified slit plate .assembly which

includes the wavelength drive system, diffraction grating mount,

v

. ammh ramaam - "k e v i ek L eES
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wavelength fiducial system, exit slit mirror assembly and detector
electronics.

4, D'emonst.ration that the Vacuum Optical Bench at Goddard
: Sf)éce -Flight Center ca.n provide a significant absolute c.é;\llibration
check point without modification to the VOB,

9. Experimental proof that the proposed pulse counting elec-
tronic circuitry provides spectral information limited only by statis-
tical fluctuations in the UV photon flux, |

6. Experimental proof that the proposed sensitivity of 50 photo-
electrons per second per Rayleigh for'the Apollo 17 UVS can be achieved.

7. Flight data at the top of the earth's atmosphere showing
weak emission features in the intensity range anticipated from the
Apollo 17 experiment. This information will be extremely useful in
planning the real time data presentation and in programming lunar

data for gcientific analysis.

II. Description of Preprototype Spectrometer
The conceptual design of the optical-mechanical system is shown
in Fig. 1in an expl_oded isometric sketch. Fig. 1 was included in our
response to the RFP as an end product of the preliminary design study
contract (NAS 9-10292) and engineering design study contract (NAS 9-
11288} which preceded the current combined hardware and principal

investigator services contract. A block diagram of the electronic
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circuitry is showwr in Fig, 2 as it existed at the end of the preliminary
studies. The preprototype instrument was designed and constructed
té conform {o the above design criteria.

Appendix A is a set of sketches of the mechanical -Optic.al'System
as it w'és constructed. Appendix B is a set of photographs of the instru-
ment parts,' subassemblies and rocket installation.

For purposes of cbmparison, the major differences betwéen the
preprototype spectrometer and the design to be presented at the crit-
tcal design review are as foliows:

I. The main housing was a magnesium casting which was cut
out in places to accommodate the Apollo UVS slit geometry, It inter-
faced with the rocket at four points at the Ebert mirror end of the
housing. |

2. The Ebert mirror was slightly undersize.

3. The cam drive motor was a commercial Weston synchro-
servo motor requiring 3 watts. |

4. A standard grating blank 110 mm x 110 mm x 16 mm thick wasg
used, The grating was from the only existing B and L master which
will be used as a backup master for the Apolle UVS in the event B and L.
cannot produc.e a satisfactory new master. |

5. No external thermal insulation was used. .

6. The EMR 542G photomultiplier tube had a lithium fluoride

window instead of the magnesium fluoride window specified for Apollo.
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The high voltage power supply was a separate unit mounted next to the
PM tﬁbe rather than integrated with the PM tube as is proposed for
the Apollo 17 instruments.

7. The electronic units were standarad componenté purchased. ‘
from SpaCom Electronics Company but operated in a manner substan-
tially identical to the Apollo 17 electronic system shown in Fig. 2,
as proposed by Applied Physics Laboratory (Mf. G. Donald Wagner).
The system output was made compatible with Aerobee FM-FM telem-
etry, but was tape recorded in a format which will make it possible to
produce a magnetic tape identical to the Apollo data tapes. A block
diagram of the preprototype electronic system is shown in Fig. 3.
Figs. 3a to 3d show detailed circuitry for the electronic components
shown in Fig, 3.

The regulated low voltage power supplies to operate the eleétronic

system were also supplied by SpaCom. These supplies were in common

use with other experiments aboard the rocket,

III. Preflight Calibration
The following optical tests were made on the mirrors, grating
‘and photomultiplier tube:
1. Two Ebert mirrors were coated with Al-MgF at the Goddard
Space Flight Center coatinglfacility (Dr. John Magnus) and measured by
them to have reflectivity in the range 80 to 85% at 1216 A. These values

were confirmed by measurements in our iaboratory.
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2. The B and L diffraction grating was measu red in our labora-
tory and found to have degraded in reflectivity (it ‘had been previou.sly

_ uéed in our research program). It was over-coated with Al-MgF at
GSFC. When remeasured at our laboratory it exhibited close;'to' the
reflectivity which was measured when it was originally acquired from
Band L,

3. The exit slit mirrors were coated with Al by GSFC, On the
recommendation of GSFC no overcoating was applied to these mirrors
{which are used at high angles of incidence) in order to avoid optical

~interference effects. The mirrors were measured at GSFC to have
greater than 70% reflectivity in our spectral range. This measure-
ment was confirmed in our laboratory.

4, The EMR 542G photomultiplier tube was checked for quan-
tum efficiency at three wavelengihs (1608, 1435 and 1216 A) and found
to meet manufacturer's specs but had only 60% of the Q. E. specified
for the Apollo UVS.

5. On the basis of the above measurements the instrument sensi-
tivity was found to be about 2? photoelectrons/sec per Rayleigh at
1216 A and 18 pe/sec/Ray at 1608 A,

6. The preprototype calibration was independenily checked at
these two wavelengths in the Vacuum Optical Bench at Goddard Space
Flight Center (Mr. James Diggins). There was only about 10% differ-

ence between our laboratory calibration and the VOB check.
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7. The VOB calibration also demonstrated that the projected
false count rate of 1 pulse per second'for the Apollo 17 experiment can
be achieved. (This limit is imposed by thermal electrons from the |
~ photocathode of the PM tube_.} Iﬁ the VOB the electronics were v.»'rel]‘L If
shielded from pickup by the vacuum chamber walls, the regulated
vpltag‘e for the elecironics was provided by highly stabil_iied laboratory
supplies and the instrument output was hard wired to the data acqui-
sition system. Thus telemetry RFI, power supply noise and exte fnal

radiation sources were avoided. Under these conditions the false

count level wasg less than 1 count every two seconds,
L .

IV, Preflight Optical Adjustments
The Ebert mirrér and grating optical adjustments required

involve rotation of the grating blank and tilting of the grating blank
in plane so that the grating rulings are parallel to the axis of rotation
of the grating shaft. The Ebert mirror must be adjusted so that the
center part of the slits is in the focal plane and so that the center of
curvature of the mirror, the horizontal éenter line of the grating (a
line perpendicular to the grating rulings) énd the center point of the
mirror are on the same line (this line must pass very close to the
center point of the grating)., These adjustments are indepeﬁdent and
can be made with auxilialary optical components, These adjustments

can also be made within the instrument with the use of a light source
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and a low power microscope., The latter was the method employed on
. the preprototype spectrometer.

‘ Tﬁe following optical adjustments were made to the preprototype
Uvs; They are discussed in detail here because all of the mechanical-
optical adjustment means are substantially identical to those provided
for the Apollo UVS ar-ld all of the adjustment procedures described
herein must he made on the Apollo UVS either within the instrument
itzelf or with auxiliary optical fixtures.

1, The slits, grating, and Ebert mirrors were installed. The
entrance slit was illuminated with a Hg pen-lamp and a thin wire (20
mil dia.) was placed across the exact center of the slits {parallel to
the 2 mm dimension). The grating was rotated so that the central
order and the positive and negative first orders of the Hg 4358 line
could be observed at the exit slit through a shop microscope. The
deviation of the three images of the entrance slit wire shadow from the
exit slit wire was noted. The slit plate assembly, which includes the
grating mount, was then removed from the main assembly and the
grating blank adjusting screws were reset by the indicated amount.
The instrument was reassembled anld the optical check was repeated,
This process was repcated until the positive and negative orders vﬁ-ére
seen to be equidistant from the center of the exit slit and to both be

above or bhelow the center.
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2.I A portion of the .entrance slit jaw ilma_ge was olnéefved at the exit
slit.through the shop microscope with the grating set in the céntral
order. The axial distance between this image énd the cgnter portion ,
of the exit slit was measured. ,

3. The Ebért fnirror was removed and the three nylon-tipped
pins which determine the mirror position were replaced by new pins
whose lengths were calculated to correct the focal error and to center
the entrance slit image. The Ebert mirror was then replaced,

4, Steps 1, 2 and 3 above were repeated to refine the final adjust-
ment. The second cycle produced an adequate optical adjustment for
the center section of the slits, -

5. The images in the central order of the grating of the top and
bottom sections of the entrance slit were observed on the shop micr_o-l-
scope. The slit plate éssemblsr, which includes the exit slit mirror,
was removed and the planes of the exit slit mirrors were adjusted by
an appropriate amount by means of changing the length of the three
nylon stops that position the mirror plane, THe instr‘uhﬂent was re-
assembled and the adjustment checked. It was found th-at the first
attempt provided adequate correction of the images, which c.;ot-*rection
is discussed below.

It is a property of grating spectrometer_é 'that the spectral image
of a straight entrance slit produces a curved image. The speétral

error thus produced is given by the equation



where

di is the wavelength error

A is the wavelength

L. is the slit length

F is the focal length

For the spectral region about 1400 A the error is 2.5 A. Since

the spectral dispersion of the instrument is 5 A per mm, this errcr
amounts’'te 0, 8 mm and requires that the il;rlages of the ends of the slit
in the centrall order be displaced 0.5 mm so that in the spectral régior;
1175 to 16"4’5 A the curvature error will be minimized, This correction‘
was applied to the preprototype instrument by adjﬁsting the slit mirrors
so that thle reflected images of the ends of the slit in the central order
were displaced L mm toward the center line of the instrument.

2
6. The mirror and the grating had been painted with {lat black

paint to represent the mirror and grating baffles designed for the Apollo.

instrument. The grating was visually observed in central order light
by placing the eye at the exit slit to determine that the Ebert mirror
axis passed sufficiently close to the center of the grating; that is, it was
observed that the grating was fully illuminated. Thi’é adjustment, if
needed, involveé modifying the length of the Ebert n’a_irror' pins so that

the mirror is rotated about an axis perpendicular to the mirror axis

» 4
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and parallel to the axis of rotation of the grating. It is our general
expefience that this adjustment need not be made because the manu-
facturing tolerances are s.ufficiently accurate.

7. The entrance baffle was installed and the observation -
describeci in 6 above \&as repeated to determine that the ent.rance
baffle was properly aligned and not shadowing the grating, No adjust-
ment was r‘equired.. If an adjustment had been required, the length
of the thermally insulating standoffs that interface the external entrance
baffle and the slit plate would have been adjusted to realign the baffle,
With the completion of the above procedures the instrument was flight

ready with the exception of the precise adjustment of wavelength which

is described in the next section,

V. Wavelength Adjustment

The operating spectral fange of the UVS is in a region which is
not transﬁitted in air at atmospheric pressure. The adjustment
described herein makes it possible to adjust for the operating range
without the need for vacuum operation.

The wavelength scan system consists of a motor driven cam
which interfaces with the grating shaft by a follower arm which has a
pin which fits into the groove in the cam (Fig. 4). The grating shaft
is designed so that a long arm can be attached fo it external to the spec-

trometer housing and positioned so that lateral translation of the free
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end of the arm rotates the grating. A micrometer caliper is fastened
to the main spectrometer housing to measure the position of the arm
as shown in Fig, 3., The micrometer was positioned so that its scale
wés perpendicular to the geometric axis of the main housing,.i. e,
the Ebert mirror axis.

The (éam follower arm was released from the cam and the grating
rotated to the central order as indicated by the output of the phototube
which was recording the spectrum of a Hg pendamp, It should be
noted that the position of the grating coullld be visibly observed through
the indicated opening in the main housing to confirm that the central
order was being observed, With the grating in the central order the
arm was adjusted so that the plane of the miérometer blade passed
through the center of the grating shaft as indicated by the dotted line
in Fig. 5. The micrometer blade axis of the main housing was then
repositioned until the 2537 Hg line was detected and the micrometer
travel from zero wavelength to 2537 A noted. This distance is defined
38 Xo537"

The monochromator wavelength fqrmula is

N = 2asin B .cos ¢ _ _ - A1)
where
X is the wavelength

. . 1 .
a is the grating space. = 3 g ™icrons
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8 is the angle between the grating normal and the
bigector of the incident and diffracted beam

$ is the half angle between the incident and
. diffracted beam _ . e

The angle 8 is related to the length of the adjustment arm and the
distance aleong the micrometer bar by the formula

sin 6 = -I’f- (2)

where X is the distance the micrometer blade moves from zero order
and L is the length of the adjustment arm. Thus the wavelength is

given by the formula

"4
2x10° X
NAY = ——"—'—3. 5 T b’y .98'?.5
MA = 10X (where X is in mm) {3)

if the adjusting arm is 548.6 mm long and the value of cos ¢ (easily
calculable from the known geometry of the mirror and éxit slits} has
the value , 9875.
Thus, to set the wavelength to the start of the scan (1175 A) the
adjusting arm should be movea 117. 5 mm to an accuracy of -about
0.2 mm (£ 2 A)., The reason for using the 2537 line of the Hg lamp
ig to double check that the geometry is in accc;rdance with equation (3).
With the micrometer set at X = 117 mm,_ll the cam was rotated
to the starting positioh and the cam follower arm set in the cam groove

locked to the grating shaft, The wavelength adjustment fixture was
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‘removed and the cover plate for the opening in the main housing was
‘reinstalled.

The Sf)ectrometer was then placed in a vacuum test chamber
and the entrance slit illu_minated; with a UV source, A S.amplt:?' test
spectrum thus obtained is shown in Fig. 6, and demonstrates that Ithe
._ adjustment procedure described above was successful.. (Fo-r' the pﬁr—
poses of the rocket experiment we wished to set the starting waveleﬁgth
at 1170 A instead of 1175 and achievea this setting to within1 A.)

Asg can be seen in the test spectrum the wavelength scan is not
‘linear in time, The cam was designed so that about half of each scan
period was devoted to scanning the regions 1195 to 1245 A and 144.5 to
1435 A so that better statistics could be obtained on the most likely
emission features in the lunar atmosphere, namely, the resonance line
of atomic hydrogen at 1216 A and the resonance line of xenon at 1470 A.
The cam, which was made in conformity with the cam program for the
- Apollo UVS, was designed to produce.1216 A between the 17th and 18th
11—0~ second counting period for a starting wavelength of 1170 A, Fig. €
shows that this setting was achieved, In this scan range successive
counting periods change by about 1. 75 A, -

The spectrum of Fig. 6 also demonstrates that the spectral resolu-
tion has.a value of 10 A, which is the geometrical limit set by the width

of the slit. (Slit width 2 mm, spectral dispersion at the exit slit 5 A/i‘nm. )
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The spectral check thus shows that the optical adjustments described

in Section IV were properly executed,

VL Vibmﬁion Checks )

The spectrometer was mechanically interfaced wifh the fdcket
and given a standard Aerobee 350 three -axis flight acceptance vibration
check. The specifications for this test are listed in Appendix C. There
was no visible effect on the instrument. During the check visual obser-
vations indicated that the free end of the entrance slit baffle moved only
very slightly with respect to the adjacent rocket skin, no more than
% inch._ The free end of the baffle was about 40 inches from the mechan-.
ical interface points with the rocket structure,

Just before and just after the shake ifest spectra were obta;Lned in
our vacuum facility., There was no observable change in the waveleng'tb

position or in the width of the spectral lines, confirming that the required

optical rigidity had been achieved.

VII, Baffle Scattering.Checks
To properly check the scattering properties of th-.e external entrance
slit baffle. it would have been necessary to have a large evaéuated dark
room. As an. alternative we checked the baffle at 2537 A where air is
transparent and where scattering from the baffle surfaces can be expected
to be at least as great as at shorter waveleng'tﬂh's. ‘
The test was lirnited bj light that was scattered by air. This Ray-

leigh scattering was so dominant that it was necessary to position the
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light source so that the internal section of the triple sectioned baffle
was half iliuminated before scattering from the baffle itself was
detectable. |
Even under this extreme condition the baffle scattering' ratio
'wlas about 105 and was certainly many orders of magnitude less t.han
will obtain with the planned flight geometry and was thus estimated

to be adequate for the mission,

VIII. Launcﬁ Preparation
The original launch date of June 3 was cancelled because of winds.
During the preparation for a June 4 launch ém acid spill in the Aero-
bee tower forced rescheduling for June 10, when tﬁe launch occurred,
All preparation of the payload at the launch site was conducted
in the clean room located in the preparation area of the Aerobee launch
facility., The instruments wére installed in the payload portion of the

rocket and the nose cone installed in the clean room, When this sec-

- {ion of the rocket was removed from the clean room to be mated with

the rest of the rocket and to conduct final horizontal checks, pure
bone -dry water-pumped nitrogen was purged continuously through

the payload section which was isolated from the remainder of the
rocket by a pressure bulkhead, For installation in the tower, small
leaks in the payload section were sealed with tape and nitrogen flow
was continued after tower installation. The break in the nitrogen flow

was less than 30 minutes,
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- During standby in the tower a plastic cover bag was placed over
the nose cone and payload section, a rain tent was placed above the
rocket {the tower is open to the weat_her) and the flow of dry nitrogen
was increased to al‘)out 20 cu, ft. per hour. ’
The acid spill, which occurred at 2:00 p. m.,. amounted to 750 lbs.
© of red fuming nitric acid which did significant damage to the tower,
particularly the electric circuitry, and required the tower top water
deluge system to be operated for about 2 hours, Due fo the loss of
power, the rocket could not be removed from the tower until about
9:00 p. m. During this period the nitrogen was purged continuously
at an increased rate of about 40 cu ft. /hr.

Visual inspection of the épectrometer in the clean room indicated
no damage had occurred, at least no water had entered thé pajrload
section of the rocket. Th.e spectrometer was returned to our labora-
t.ory at midnight and the next morning the Ebert mirror was removed
from the main housing, placed in our vacuum checking facility and
compared directly with a spare mirror with which it had previously
been compared to about 1% accuracy. This test indicated that there
had been no degradation of the optics. The Ebert mirror was replaced.
The slit plate was also removed from the main housing to adjust the;
fiducial marker which had been behaving errat‘ically during the field
checks, The instrument was reassembled aﬁd placed in our vacuum

facility for a wavelength check. The spectral scans thus obtained
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were indistinguishable from that shown in Fig. 6 in wavelength position
and in spectral resolution,

The above rather harrowing experience demonstrated two impor-
tant points, '

1. The conceptual design of the Apollo UVS is sufficiently rugged
to permit disassembly for servicing or checking purposes without
'. Ic‘listurbing the wavelength setting or the spectral résolution. It demon-
. strates that the instrument can be transported in a station wagon a
distance of 320 miles without degradation in the optical adjustment.

2. The precautions which were taken to protect the instrument
from the environment were more than adequate, The seashore environ-
ment at Wallops Island is rugged and comparable to that at Cape Cana-

veral and both represent a danger to the UVS, but neither can compare

to the conditions which the preprototype instrument survived.

IX, Flight Results
A, Preliminary Discussion
All of the flight objectives of the Aerobee 350 experiment as they
“related to the Apollo 17 UVS were fully achieved. Before_ outlining the
results iﬁ detail, a limitation which was imposed by the earth's exo-
sphere and an equipment limitation.will he discussed.
Even at the peak of the flight, the earth's hyd;ogen éor'ona was

(as expected) a very large signal, of the order of five kiloRayleighs



-18 -
and represented a constant grating illumination of about 2 x 106 photons
_per second throughout the Specfcral scan, Because the grating scatter-
ing coefficient has a value of about 10_3, we thus anticipated an unavoid-
~able background siénal of about 102 photoelectrons/sec égainst which '
the in-flight bafile séattering properties could be determined, This
limitation was partially overcome by plann_ing the flight geometry so
that scattering of solar UV from the bhaffle could be varied from zero
{(by having the solar angle at greater than 90° to the optical gxis) to
about 10 times as much as will be encountered in flight (by having
the solar angle at less thaln 700). These variations were achieved
in flight as a result of rocket precession. With the limitations imposed
by Ly e radiation scattered by the grating we would expect to evaluate
the solar écatte ring performance of the baffie which would be repre-
sentative of Apollo geometry.

For reasons which have not been analyzed, but which are prob-
ably due to a combination of sources, the in-flight performance of the
electronic system under no light condition was an order of magnitude
. poorer than the system performance in the VOB reported at the end
of Section IIL The background noise of about 13 false pulses per“'
second could have originated from telemetry RFI, RFI fr‘oxﬁ

other experiments, power supply noise, inherent or fed back from

other instruments,
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However, this performance did not affect the flight objec‘tives
because the Ly a background scattered by the grating was dorninant.
It should also be noted that the flight was not a test of the specific
electronic circuitry which has been designed for the Apollo 1'-?{ Uvs
but was a test of the conceptual design of that system employing com-
mercially available components. The flight result does indicate that.
the precautions against electrical interference which are proposed for
the Apollo 17 UVS electronic system are essential to avoid false
backgrounds.

B. Flight Data

1. During the period after r‘qcl{et burnout (5% seconds) and before
nose cone ejection, a random count rate of about 13 pulses per second
~was obgerved. The source of this background has not been analyzed.

2. At peak altitude a wavelength independent background count |
of about 90 per second wa;s observed. This signal is interpreted as
-being due to geocoronal Ly a scattered by the diffraction grating.

3. During the 140 second period that the rocket was above 305
km, no variation in the background signal was observed. During this
period the solar angle with respect to the optical axis varied from QOO
to 700; thus we estimate that no significant solar signal scattered from
the baffle surface will be encountered in the Apollo geometry. This

estimate is based on the following calculation:
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a. The statistical fluctuation in the 90 photoelectron/second
background was about 10 pe/sec.

b. No variation in the background signal in excess of the

M

statistical fluctuation was observed with variation in solar angle. _

c. The solar scatftering g-eometry in the Aerobee 350 experi-

‘ment is estimated to be worse than for the Apollo 17 worse

case geometry, Thus, a solar scatter background of a few

pe/sec is the largest to be expected under the worse conditions
to he encountered in the lunar experiment.

Solar radiation scattered from the illuminated lunar surface
will be an important possible source of radiation that the entrance
baffle can scatter to the detector. Preliminary analysis ind-icates.
that during the most important portion of Mode I and Mode II opera-
tion, (i.e. with the spacecraft located on the dark side of the evening
and. dawn terminator and the optical axis of the UVS directed further
into the shadow) the lunar surface scatier signal will be an order of -
magnitude smaller than the upper limit calculated in ¢ above,

4. During the flight period when the Aercbee UVS was obser'vh-
ing twili.ght ionospheric emissions, many weak emission bands of
molecular nitrogen, which have not been previously reported .were
obséwed. A summation of the 3 brightest spe.’ctra with a préliminary

brightness scale is shown in Fig, 7a, where time is linear on the x

w
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axis, and Fig. 7b, where wavelength is linear on the x axis, ThQSG
spectra might be similar to the lunar atmospheric spectira obtained |
when the landing craft engi.nes are burned.
These flight data demonstirate: .

a. That the high sensitivity observed in laboratory calibra-
tion was achieved in flight, |

b. That the spectral resolution is possibly slightly less than
laboratory checks indicated {evould he achi?ved. The degradation
ig so small (less than 1 A) that it cannot be positively evaluated
but if real is not significant from the standpoint of the Apollo
experiment.

c. That the wavelength calibraltion was unchanged throughout
the flight and was identical (L1 A) to the preflight wavelength
check. This can be observed in Fig. 7a where Ly a peaks
between the 17th and 18th 1/10 secénd data point after the fiducial
mark, This flight spectrum is identical in wavelength, there-
fore, with the laboratory test spectrum shown in Fig, 6 and
discussed in Section V.

d. That the Aerobee 350 UVS continued to operate long
after the beginning of the aerodynamic shock of r-'eentry.

Signal was finally lost due to telemetry failurfe, which occurred
because of reentry shock. Thus, the instru;nent performed in a

shock environment far more severe than the preflight environ-

ment checks imposed.
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X. Recommendations

IBased on our experience with the Aerobee 350 UVS it is the
writer's firm conclusion that the engineering details of the proposed )
- Apollo 17 UVS which will be presented at the critical cie.s’ign. review
will make it possible to produce an instrument which can fulfill ;cl}e
scientific mission which has been propésed. No flaw in electronics,
optics, of mechanics has been detected in an instrument which is a
remarkably close model and w-hich has been subjected to realistic
tests, realistic environments and which has made significant space
measurement,

Preliminary analysis of the flight data suggests that small
changes. in the cam program might-be advantageous from the stand-
point of maximizing the Apollo 17 flight information. The Aerobee
350 cam scanned two 50 A regions at about 17.5 A/sec and the remain-
ing 400 A at about 64 A/sec, The fast rate thus gave about three 0.1
sec measureménts of a spectral feature (the full width of the bottom
of the triangular signal being 20A as determined from flight data).

We are currently considering decreasing the high speed scan rate
slightly and increasing the slow speed somewhat. -A detailed analysis
is in progress, This change, if decided upon, will have a mi-nof
cffect on the engineering program. It is recommended. that the
detailed cam design be delayed for a few weeks until the above analy-

sis is complete.



